Multiple facial burns with the new Thermage CPT system.
A 45-year-old man requested treatment with Thermage for skin tightening. He was treated with the new Thermage CPT system and received several facial burns due to failure of the dielectric membrane. It may be contraindicated to treat male patients with this system.